With the aim to propose to ISO, international organization for standardization, a new measurement method for determination of hydrogen sulfide and methyl mercaptan to evaluate of the deodorizing fiber was developed using instrumental analysis. In order to enhance the sensitivity ion chromatography was performed for the solutions obtained by improved air sampling. The quantitative limits for both hydrogen sulfide and methyl mercaptan in the air was found to be 0.005 ppm comparable with those of the conventional sensory test.
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